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BACKGROUND

Patients with ileostomy experience considerable morbid-
ity before reversal. Dehydration is common, accounting 
for up to 43% of unplanned readmissions,1 and rates of 

prolonged postoperative ileus (PPOI) after reversal are 
up to 20%.2 Chyme reinfusion and preoperative bowel 
stimulation have attracted growing interest as strategies 
to mitigate these risks.3,4 Widespread use has yet to gain 
traction because existing methods are labor intensive, 
purpose-built equipment is lacking, and patient accep-
tance is poor.2,5 We recently reported first-in-human fea-
sibility-level results of a novel chyme reinfusion device, 
known as the Insides Systemfi (The Insides Company) 
for use in enteroatmospheric fistula and enterostomy 
patients.6 Here we report the clinical findings and tech-
nologic advances during an extended feasibility study 
using this device in a larger cohort of patients with ileos-
tomy exclusively.

IMPACT OF INNOVATION

The Insides Systemfi is described in Figure 1. To activate 
the pump, the driver unit is held adjacent (external) to the 
stoma appliance, achieving magnetic coupling. Five speed 
settings facilitate bolus chyme reinfusion targeted to vis-
cosity and patient comfort.

The device overcomes several limitations associated 
with previous techniques. Components are small and 
portable so patients may readily mobilize, and manual 
handling of effluent is avoided. Because of its simplicity, 
patients can use the device at home, with no major dietary 
modifications required.

The previous first-in-human study population 
included only 10 patients, with a mixture of ostomies 
and fistulas, and most managed as inpatients.6 The pres-
ent study details the results of a larger cohort of ileos-
tomy patients exclusively, with all but 2 being managed 
as outpatients. The final device iteration also presents a 
significant improvement on earlier versions, which used 
off-the-shelf gastrostomy tubes.6 These caused mul-
tiple issues (detailed below), instigating the sequential 
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development of a custom tube specifically designed to 
overcome the shortcomings.

This feasibility study aimed to assess user experi-
ence, device performance, and relevant clinical outcomes 
in patients undergoing ileostomy. Ethical approval was 
granted (HDEC:17/NTA/241) and the trial was registered 
(ANZCTR12618001964202).

TECHNOLOGY MATERIALS AND METHODS

Primary Outcome
Demonstrate device feasibility as indicated by the 
end points of successful stoma-output reinfusion and 
improved patient satisfaction with device use. Successful 
reinfusion was demonstrated by lowering of stoma bag 
fluid levels after device use coupled with bowel move-
ments. Improved patient satisfaction was demonstrated 
by improvements in user-experience feedback scores 

between the first 7 patients who used the off-the-shelf 
gastrostomy tubes (group 1) and the final 5 patients 
who used a final iteration of the new custom chyme-
reinfusion tube (group 2). Ease of use, preference, and 
perceived health benefit were measured on 10-point 
Likert scales, with scores of 10 representing high ease of 
use, high preference for reinfusion, and high perceived 
health benefit.

Secondary Outcomes
Secondary outcomes included preoperative stoma-related 
outcomes (eg, net stoma losses) and device-related out-
comes (eg, use metrics). Postoperative recovery outcomes 
included length of stay, recovery of bowel function (mea-
sured by “time to GI2,” being tolerance of oral diet and pas-
sage of stool),7 incidence of PPOI (defined as per Vather et 
al8), and incidence of complications to discharge. Adverse 
events were recorded.

A

B

1

2

3

Chyme reinfusion with the
Insides System

FIGURE 1.  The Insides Systemfi: a novel stoma output reinfusion device. A, Three device components: (1) driver unit: handheld, portable, 
battery-operated, rechargeable; (2) impeller: compact, contains neodymium magnetic bar, placed within stoma appliance and connected 
to the proximal end of the feeding tube; and (3) custom enteral feeding tube: 24F, silicone, inserted into the downstream ileostomy limb. B, 
Diagram schematic of the system in situ. Depiction of magnetic coupling between the driver unit and impeller pump. Enteral feeding tube is 
located within the downstream ileostomy limb.
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Participants
Patients ≥18 years of age with a defunctioning ileostomy 
created at least 2 weeks before enrollment were eligible. 
Their ileostomy closure date must have been at least 3 
days after the enrollment date. For patients with dis-
tal anastomoses, anastomotic leak was first excluded via 
radiologic examination. Exclusion criteria included preg-
nancy, inability to insert a 24F feeding tube into the dis-
tal stoma limb, distal obstruction, anastomotic leak, gut 
motility disorder, estimated glomerular filtration rate 
<30 mL/min/1.73 m2, and inability to provide informed 
consent. A stoma nurse installed the device in at least 75% 
of the patients and reported that this was technically easy 
to accomplish (the other installations were performed 
by authors C.L. and G.O.). The device was to remain in 
place from enrollment until ileostomy reversal. A sum-
mary of the instructions provided to patients is detailed 
in Appendix 1 (see Supplemental Digital Content 1, http://
links.lww.com/DCR/B720), and the method of outpa-
tient stoma-output volume measurement is detailed in 
Appendix 2 (see Supplemental Digital Content 2, http://
links.lww.com/DCR/B721). Patients were divided into 3 
groups in chronologic order. The first group used off-the-
shelf gastrostomy tubes (group 1), the second group was 
part of the iterative development phase when new tube 
designs were trialed (development group), and the third 
group used a late iteration of the tube design (group 2).

Data Collection
Background medical data were obtained from electronic 
medical charts. Where possible, baseline stoma output vol-
umes were obtained via either inpatient fluid balance charts 
or self-measurement at home. Patients were provided with 
questionnaire logbooks to complete daily, and regular tele-
phone contact (by study investigators C.L. or E.L.) was 
maintained to assess secondary outcomes. A question-
naire was administered toward the end of the intervention 
period to assess primary outcomes. After reversal, patients 
were reviewed daily to assess postoperative outcomes.

Statistical Analysis
Quantitative data analysis was performed. Clinical data 
were synthesized across the themes of device perfor-
mance, user experience, clinical outcomes, and adverse 
events. Descriptive statistics were used to summarize key 
outcomes. The median (range) is reported for continuous 
and ordinal variables, and the frequency (percentage) is 
reported for categorical outcomes.

RESULTS

Enrollment
Nineteen patients were recruited between April 2019 and 
May 2020 (Fig.  2). Demographic and baseline data are 

shown in Table 1. Median (range) time elapsed between 
stoma formation and enrollment was 121 days (range, 
8–697 d).

Primary Outcomes
A total of 549 patient-days of device use (median = 10 
d (range, 1–142 d)) were captured. All 5 of the group 2 
patients had successful reinfusion of stoma output coupled 
with bowel movements. In total, 15 patients (79%) experi-
enced at least 1 bowel movement. Median (range) reported 
an ease-of-use score improved from 7 of 10 (3–10) in 
group 1 to 9 of 10 (8–9) in group 2. Median (range) prefer-
ence score also improved from 3 of 10 (1–8) in group 1 to 
7 of 10 (1–9) in group 2. Median (range) perceived health 
benefit score was 8 of 10 (1–10) in group 1 and 6 of 10 
(1–8) in group 2. Comparison of demographics and other 
outcomes between group 1 and group 2 patients is found 
in Table S1 (see Supplemental Digital Content 3, http://
links.lww.com/DCR/B670).

Secondary Outcomes
Device Outcomes
Frequency of device use was available for 295 patient-
days; median frequency was 3 reinfusion attempts per day 
(range, 0–20). Duration of device use was available for 273 
patient-days; the most common duration of device use per 
attempt was 2 to 5 minutes (30% of patient-days).

The gastrostomy feeding tubes used by patients in group 
1 exhibited multiple issues. Five patients (71%) experienced 
tube-specific difficulties, including dislodgement (n = 4), 
localized abdominal pain (n = 3), inadequate fit of the tube/
pump complex within their stoma appliance (n = 1), and 
bending of the tube leading to partial obstruction (n = 1). 
These problems (also noted previously)6 provided impetus 
for the development of a custom enteral feeding tube spe-
cifically adapted for use in a stoma (Fig. 3 and Table S2, see 
Supplemental Digital Content 4, http://links.lww.com/DCR/
B669). Patients from group 2 exhibited few tube-related 
issues with no complaints pertaining to poor device fit.

Nontube-related device issues were also identified. 
Eight patients (42%) reported that the device was ineffec-
tive when chyme viscosity was high. Other issues included 
pump blockage (n = 7), unsuccessful reinfusion of unknown 
cause (n = 3), inability to tolerate dietary restrictions  
(n = 2), and difficulty exchanging the pump (n = 1). Early 
device cessation occurred in 7 patients (37%), however, for 
only 1 group 2 patient. Reasons included abdominal dis-
comfort (n = 4), inability to maintain suitable diet because 
of poor dentition (n = 1), concerns regarding recurrence of 
rectovaginal fistula (n = 1), and multifactorial (n = 1).

Clinical Outcomes
Data on stoma output before versus after device use were 
available for 14 patients. The median net change in daily 
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stoma output was a reduction of 452 mL (range, –1905  
to +575 mL). Eleven patients (79%) demonstrated a reduc-
tion in net stoma losses per day. Five of the 9 patients using 
antidiarrheal medications at baseline ceased or reduced 
these medications.

Fourteen patients underwent stoma reversal. Median 
length of stay was 3.5 days (range, 1–28 d). Median time to 
GI2 was 72 hours (range, 24–336 h). Three patients (21%) 
experienced PPOI after ileostomy reversal diagnosed 
on or after postoperative day 4, lasting a median 2 days 
(range, 2–10 d).

Adverse Events and Complications
Thirteen patients (68%) experienced at least 1 device-
related minor adverse event before ileostomy reversal. 

Two patients experienced device-related serious adverse 
events, and 3 patients experienced nondevice-related 
serious adverse events. After ileostomy reversal, 4 
(29%) of the 14 patients experienced at least 1 postop-
erative complication (Table 2). Both instances of acute 
kidney injury (which occurred before ileostomy rever-
sal) were attributed to reduced adherence to reinfusion 
therapy in response to social stressors. The episode of 
small bowel obstruction was unrelated to the device as 
demonstrated by CT imaging and intraoperative find-
ings of adhesions. After completion of the trial period, 
1 patient developed ingrowth around the flanges of the 
Malecot tube tip (resulting in the subsequent devel-
opment of the biconcave half-balloon tip depicted in 
Figs. 1 and 3).

Assessed for eligibility
(n =59) 

Excluded (n=8)
- Lives outside study hospital area (n = 2)
- Unable to independently manage stoma (n = 1)
- Distal stoma limb inaccessible (n = 1) 
- Metastatic disease (n = 1)
- End ileostomy (n = 1)
- Distal fistula (n = 1)
- Palliative (n = 1)

Patients included in data analysis
(n=19)

A
n

al
ys

is

Eligible patients
(n = 51) 

Sc
re

en
in

g

Excluded (n = 32) 
- Declined consent (n = 14)
- Missed in recruitment (n = 5)
- Unable to contact (n = 4) 
- Stoma reversal brought forwards (n =3) 
- Unable to intubate distal stoma opening (n = 2) 
- Consultant deemed patient unsuitable (n = 2)
- Unable to provide informed consent (n = 1)
- Already involved in another stoma trial (n = 1) 

Consented
(n =19) 

Patients completed follow-up
(n =19) Included patient details: 

Group 1 patients (n = 7)
Development group patients (n = 7)
Group 2 patients (n = 5)
Patients completing reversal (n = 14)

FIGURE 2.  Flow diagram of feasibility study patients.



Copyright © The American Society of Colon & Rectal Surgeons, Inc. Unauthorized reproduction of this article is prohibited.

Liu et al: Stoma-Output Reinfusion Device Studye666

Ta
bl

e 
1.

 F
ea

si
bi

lit
y 

st
ud

y 
pa

tie
nt

 c
ha

ra
ct

er
is

tic
s

Pa
tie

nt
  

N
o.

St
ud

y  
sit

e
Se

x
Ag

e,
  

y
Et

hn
ic

ity
In

di
ca

tio
n

Sm
ok

in
g

BM
I

AS
A

St
om

a 
ty

pe
An

ti-
di

ar
rh

ea
l  

m
ed

ica
tio

ns

St
om

a 
 

du
ra

tio
n 

 
at

 ti
m

e o
f  

en
ro

llm
en

t, 
d

D
ur

at
io

n 
 

of
 d

ev
ic

e 
us

e,
 d

a  
Tu

be
 u

se
d

Pa
tie

nt
 g

ro
up

1
AD

H
B

M
40

As
ia

n
Co

lo
n 

ca
nc

er
N

o
27

2
Lo

op
 il

eo
st

om
y

N
il

26
7

7
H

al
ya

rd
 G

as
tr

os
to

m
y

G
ro

up
 1

2
AD

H
B

M
67

N
Z 

Eu
ro

pe
an

D
iv

er
tic

ul
ar

 d
ise

as
e

Ye
s

23
3

Lo
op

 il
eo

st
om

y
Lo

pe
ra

m
id

e 
4 

m
g 

TD
S

20
0

3
H

al
ya

rd
 G

as
tr

os
to

m
y

G
ro

up
 1

3
AD

H
B

M
59

N
Z 

Eu
ro

pe
an

Re
ct

al
 c

an
ce

r
N

o
27

2
Lo

op
 il

eo
st

om
y

N
il

68
18

H
al

ya
rd

 G
as

tr
os

to
m

y
G

ro
up

 1
4

AD
H

B
F

47
N

Z 
Eu

ro
pe

an
U

lc
er

at
iv

e 
co

lit
is

N
o

26
2

Lo
op

 il
eo

st
om

y
N

il
40

5
2

H
al

ya
rd

 G
as

tr
os

to
m

y
G

ro
up

 1
5

AD
H

B
M

71
O

th
er

 E
ur

op
ea

n
Re

ct
al

 c
an

ce
r

N
o

19
2

Lo
op

 il
eo

st
om

y
Lo

pe
ra

m
id

e 
6 

m
g 

TD
S

35
19

H
al

ya
rd

 G
as

tr
os

to
m

y
G

ro
up

 1
6

AD
H

B
M

43
Pa

ci
fic

 Is
la

nd
er

Re
ct

al
 c

an
ce

r
N

o
30

2
Lo

op
 il

eo
st

om
y

N
il

17
6

6
Co

ok
 E

nt
ui

t
G

ro
up

 1
7

AD
H

B
M

54
N

Z 
Eu

ro
pe

an
M

es
en

te
ric

 is
ch

em
ia

N
o

20
3

Lo
op

 il
eo

st
om

y
Lo

pe
ra

m
id

e 
10

 m
g 

TD
S

69
7

42
Co

ok
 E

nt
ui

t
G

ro
up

 1
8

AD
H

B
F

45
M

ao
ri

An
as

to
m

ot
ic

 le
ak

N
o

53
3

Lo
op

 il
eo

st
om

y
Lo

pe
ra

m
id

e 
4 

m
g 

TD
S

80
3

Cu
st

om
 (e

ar
ly

)
D

ev
el

op
m

en
t g

ro
up

9
AD

H
B

F
72

N
Z 

Eu
ro

pe
an

Re
ct

al
 c

an
ce

r
N

o
22

2
Lo

op
 il

eo
st

om
y

N
il

12
1

20
Cu

st
om

 (e
ar

ly
)

D
ev

el
op

m
en

t G
ro

up
10

CM
D

H
B

F
65

N
Z 

Eu
ro

pe
an

Re
ct

al
 c

an
ce

r
N

o
19

1
Lo

op
 il

eo
st

om
y

N
il

22
2

7
Cu

st
om

 (e
ar

ly
)

D
ev

el
op

m
en

t G
ro

up
11

b
CM

D
H

B
M

55
Pa

ci
fic

 Is
la

nd
er

Re
ct

al
 c

an
ce

r
N

o
30

2
Lo

op
 il

eo
st

om
y

N
il

29
3

1
Co

ok
 E

nt
ui

t
D

ev
el

op
m

en
t g

ro
up

12
b

AD
H

B
F

75
O

th
er

 E
ur

op
ea

n
O

va
ria

n 
ca

nc
er

N
o

18
3

Lo
op

 il
eo

st
om

y
N

il
11

8
38

H
al

ya
rd

 G
as

tr
os

to
m

y
D

ev
el

op
m

en
t g

ro
up

13
CM

D
H

B
M

60
M

ao
ri

Re
ct

al
 c

an
ce

r
Ye

s
29

3
Lo

op
 il

eo
st

om
y

N
il

69
8

Cu
st

om
 (e

ar
ly

)
D

ev
el

op
m

en
t g

ro
up

14
AD

H
B

M
49

N
Z 

Eu
ro

pe
an

Cr
oh

n’
s d

ise
as

e
N

o
24

2
D

ou
bl

e-
ba

rr
el

 
ile

os
to

m
y

Lo
pe

ra
m

id
e 

2 
m

g 
TD

S
8

14
2

Cu
st

om
 (l

at
e)

G
ro

up
 2

15
CM

D
H

B
M

52
M

ao
ri

In
ca

rc
er

at
ed

 h
er

ni
a

Ye
s

43
4

Ab
ca

ria
n 

st
om

a
Lo

pe
ra

m
id

e 
16

 m
g 

Q
ID

27
14

0
Cu

st
om

 (l
at

e)
G

ro
up

 2
16

SD
H

B
F

68
N

Z 
Eu

ro
pe

an
An

as
to

m
ot

ic
 le

ak
N

o
27

3
Lo

op
 il

eo
st

om
y

Lo
pe

ra
m

id
e 

4 
m

g 
Q

ID
22

1
10

Cu
st

om
 (e

ar
ly

)
D

ev
el

op
m

en
t g

ro
up

17
AD

H
B

M
78

N
Z 

Eu
ro

pe
an

An
as

to
m

ot
ic

 le
ak

N
o

21
3

Ab
ca

ria
n 

st
om

a
N

il
15

6
Cu

st
om

 (l
at

e)
G

ro
up

 2
18

BO
PD

H
B

M
54

M
ao

ri
An

as
to

m
ot

ic
 le

ak
N

o
24

4
D

ou
bl

e-
ba

rr
el

 
ile

os
to

m
y

Lo
pe

ra
m

id
e 

40
 m

g 
da

ily
, 

Co
de

in
e 

60
 m

g 
BD

71
40

Cu
st

om
 (l

at
e)

G
ro

up
 2

19
LD

H
B

M
55

N
Z 

Eu
ro

pe
an

Re
ct

al
 c

an
ce

r
N

o
20

2
Lo

op
 il

eo
st

om
y

Lo
pe

ra
m

id
e 

40
 m

g 
da

ily
, 

co
de

in
e 

60
 m

g 
TD

S
62

3
37

Cu
st

om
 (l

at
e)

G
ro

up
 2

A
D

H
B 

= 
Au

ck
la

nd
 D

is
tr

ic
t H

ea
lth

 B
oa

rd
; B

O
PD

H
B 

= 
Ba

y 
of

 P
le

nt
y 

D
is

tr
ic

t H
ea

lth
 B

oa
rd

; C
M

D
H

B 
= 

Co
un

tie
s 

M
an

uk
au

 D
is

tr
ic

t H
ea

lth
 B

oa
rd

; F
 =

 fe
m

al
e;

 L
D

H
B 

= 
La

ke
s 

D
is

tr
ic

t H
ea

lth
 B

oa
rd

; M
 =

 M
al

e;
 N

Z 
= 

N
ew

 Z
ea

la
nd

;  
SD

H
B 

= 
So

ut
he

rn
 D

is
tr

ic
t H

ea
lth

 B
oa

rd
; T

D
S 

= 
3 

tim
es

 a
 d

ay
; B

D
 =

 2
 ti

m
es

 a
 d

ay
 Q

ID
 =

 4
 ti

m
es

 a
 d

ay
.

a D
ur

at
io

n 
of

 d
ev

ic
e 

us
e 

w
as

 d
efi

ne
d 

as
 th

e 
nu

m
be

r o
f d

ay
s 

th
e 

pa
tie

nt
 h

ad
 th

e 
de

vi
ce

 fi
tt

ed
.

b Th
es

e 
de

ve
lo

pm
en

t g
ro

up
 p

at
ie

nt
s 

w
er

e 
un

ab
le

 to
 u

se
 th

e 
cu

st
om

 e
nt

er
al

 fe
ed

in
g 

tu
be

 b
ec

au
se

 th
ei

r s
to

m
as

 c
ou

ld
 n

ot
 b

e 
ac

ce
ss

ed
. T

he
 o

ff-
th

e-
sh

el
f g

as
tr

os
to

m
y 

tu
be

s 
w

er
e 

us
ed

 in
st

ea
d.



Copyright © The American Society of Colon & Rectal Surgeons, Inc. Unauthorized reproduction of this article is prohibited.

DISEASES OF THE COLON & RECTUM VOLUME 64: 11 (2021) e667

A. Preexisting tube example:
MIC Gastronomy Tube (Avanos
Medical, Alpharetta, GA)  

B. Custom enteral feeding tube (The
Insides Company) 

Water retention
balloon 

Straight retention
sleeve 

Bulky proximal end
with redundant

additional ports  

Fixed tube length

Biconcave half balloon tip

90° retention
sleeve

Plastic
introducer 

Customizable
tube length 

Single lumen
proximal end 

FIGURE 3.  Comparison of preexisting and custom enteral feeding tubes. A, Preexisting tube example. B. Custom enteral feeding tube (The 
Insides Company).

Table 2. Adverse events/complications before and after ileostomy reversal

Variable n Enteral feeding tube involved

Minor device-related adverse event before ileostomy reversal   

Abdominal pain/discomforta 10 Off-the-shelf tube: 4, early custom 
tube: 4, late custom tube: 2

Constipation 3 Off-the-shelf tube: 1, early custom 
tube: 1, late custom tube: 1

Nausea/vomiting 2 Early custom tube: 2
Subjective fevers 1 Early custom tube
Skin irritation 1 Early custom tube
Diarrhea 1 Late custom tube
Urinary tract infection with possible recurrence of rectovaginal fistula 1 Early custom tube

Serious device-related adverse event before ileostomy reversalb   

Possible pressure ulcer in distal ileostomy limb – requiring a small increase of the resected terminal 
ileum length at time of ileostomy reversalc

1 Early custom tube

Unable to exchange the custom feeding tube due to bowel mucosa ingrowth around the flanges  
of the Malecot tube tip–requiring removal under general anaestheticd

1 Late custom tube

Serious nondevice related adverse event before ileostomy reversal   

Dehydration with acute kidney injury – readmission and intravenous fluid therapy 2 Late custom tube
Small bowel obstruction proximal to stoma – readmission and laparotomy with adhesiolysis 1 Off-the-shelf tube

Complication after ileostomy reversal   

CD 1: Postoperative ileus requiring observation 2  
CD 2: Postoperative ileus requiring total parenteral nutrition 1  
CD 2: Wound collection requiring local washout at bedside and negative pressure dressing 1  
CD 3: Intra-abdominal collection requiring radiological drainage 1  
CD 4: Small bowel enterotomy requiring laparotomy and ICU admission 1  

CD = Clavien–Dindo; ICU = intensive care unit.
aThese symptoms of mild abdominal discomfort were anticipated.
bSerious adverse event is defined as an event that results in death, is life threatening, requires hospitalization or prolongation of existing hospitalization, or results in persistent 
or significant disability. Minor adverse events were events that did not meet this definition.
cThis event led to a modification of the tube tip design to minimize pressure placed on the bowel lumen.
dThis event led to the development of the biconcave half balloon tube tip, which avoided the flanges of the earlier iteration.
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CONCLUSION

Chyme reinfusion and preoperative distal bowel stimulation 
could mitigate the morbidity associated with ileostomy for-
mation.3,5 Previous techniques have failed to achieve popular-
ity because of high labor demands, poor adherence to strict 
dietary regimes, and low tolerability.5 The results of the pres-
ent feasibility study suggest that our novel chyme reinfusion 
device is easy to use, effective, and acceptable to outpatient 
ileostomates. Advances in device design during the trial, 
including a custom enteral feeding tube, led to improved 
patient-reported ease of use and preference scores. The minor 
adverse events were often transient, and the serious adverse 
events were either nondevice related or led to design changes.

The current device has advanced significantly com-
pared with earlier versions.6 The custom enteral feeding 
tube, in particular, resolves the issues associated with pre-
vious off-the-shelf gastrostomy tubes. The soft silicone 
material, customizable length, and 90° retention sleeve cuff 
facilitated improved comfort and accommodation within 
any stoma appliance. Insertion of the custom enteral feed-
ing tube was simple and performed at the bedside without 
the need for radiologic guidance.

The present feasibility study has some limitations. Our 
cohort exhibited a relatively high rate of PPOI,2,9 which 
may be explained by the highly variable duration of device 
use among feasibility study participants (range, 1–142 d). A 
previous study demonstrating improved reversal recovery 
outcomes had a minimum intervention period of 2 weeks.2 
Two of the 3 patients who experienced PPOI had used 
the device for ≤8 days. Patient adherence to daily logbook 
entries was only moderate, leading to some missing data.

FUTURE DIRECTIONS

This device has potential applications for prevention 
of dehydration, bowel rehabilitation, restoration of gut 
microbiome, assessment of bowel function, and preopera-
tive bowel stimulation for loop ileostomy patients awaiting 

reversal. A stronger pump component able to reinfuse 
chyme of any viscosity is in development. A multicenter, 
randomized controlled trial is currently underway to 
assess the impact of this chyme reinfusion device on bowel 
recovery after ileostomy reversal.

KEY WORDS: Chyme reinfusion; Colorectal; Ileostomy; 
Medical device; Stoma.
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